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Left Ear
Tympanogram

-400 -200 0 200
Ear canal pressure (daPa)

-0.4

-0.2

0.0

0.2

0.4

0.6

0.8

1.0

A
c
o

u
s
ti

c
 A

d
m

it
ta

n
c
e
 (

m
l)

Peak Admittance: 0.82 ml

Canal Volume: 1.04 ml

Gradient: 47 daPa

Middle Ear Pressure: -8 daPa

Probe Frequency: 226 Hz

Sweep Speed: 286 daPa/s

Result: -

Reflex (Hz/dB)

Baseline Mode: +200daPa Scalar

Right Ear
Tympanogram
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Peak Admittance: 0.5 ml

Canal Volume: 0.86 ml

Gradient: 66 daPa

Middle Ear Pressure: -8 daPa

Probe Frequency: 226 Hz

Sweep Speed: 296 daPa/s

Result: -

Reflex (Hz/dB)

Baseline Mode: +200daPa Scalar
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